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FULL PAPER
Combining a Reduced Field of Excitation with
SENSE-Based Parallel Imaging for Maximum
Imaging Efficiency
Ronald Mooiweer,* Alessandro Sbrizzi, Alexander J.E. Raaijmakers,
Cornelis A.T. van den Berg, Peter R. Luijten, and Hans Hoogduin
Purpose: To show that a combination of parallel imaging using
sensitivity encoding (SENSE) and inner volume imaging (IVI)
combines the known benefits of both techniques. SENSE with
a reduced field of excitation (rFOX) is termed rSENSE.
Theory and Methods: The noise level in SENSE reconstruc-
tions is reduced by removing voxels from the unfolding pro-
cess that are rendered silent by using rFOX. The silent voxels
need to be identified beforehand, this is done by using rFOX
in the coil sensitivity maps. In vivo experiments were per-
formed at 7 Tesla using a 32-channel receive coil.
Results: Good image quality could be obtained in vivo with
rSENSE at acceleration factors that are higher than could be
obtained using SENSE or IVI alone. With rSENSE we were
also able to accelerate scans using an rFOX that was pur-
posely designed to be imperfect or incompatible at all with IVI.
Conclusion: rSENSE has been demonstrated in vivo with two-
dimensionally selective radiofrequency pulses. Besides allow-
ing additional scan acceleration, it offers a greater robustness
and flexibility than IVI. The proposed method can be used with
other field strengths, anatomies and other rFOX techniques.
Magn Reson Med 000:000–000, 2016. VC 2016 The Authors
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INTRODUCTION
Ever since the introduction of MRI, there has been a
quest for methods that can shorten the image acquisition
time. Both inner volume imaging (IVI) (2) and parallel
imaging (PI) (3,4) are examples of nonsequence-specific
techniques that can be used to achieve this. In addition,
these techniques improve image quality in sequences
where T2/T2* decay causes blurring and distortions, by
shortening the readout times (5–7). Furthermore, using
IVI, movement artifacts can be avoided by not exciting
(moving) areas outside the region of interest (ROI) (8,9).
These techniques are especially interesting for ultrahigh
field imaging (7T) where an increased signal-to-noise
ratio (SNR) allows for high resolution imaging, accompa-
nied with prolonged scan-times and an amplification of
the aforementioned image artifacts.
In recent years, the realization arose that IVI, and in
particular the signal-localization techniques that are
used to facilitate this, could be used to improve PI. This
is shown by several papers where an improved PI perfor-
mance is described when the signal generating area was
reduced in specific applications (10–15). Most notable is
the work on zoomed GRAPPA (ZOOPPA) (10), where the
signal in a part of the FOV is suppressed such that high
GRAPPA acceleration factors can be used to achieve
high resolution fMRI (12) and DWI (11) of the remaining
areas. The authors of the former publication also noted
that GRAPPA can be used to (retrospectively) reconstruct
the full FOV from IVI images in cases where signal sup-
pression was imperfect, which would otherwise lead to
aliasing of this unwanted signal into the region of inter-
est. An interesting take on the subject matter is provided
by Taviani et al. who introduced the concept of virtual
coil profiles for the combined use of a multiband excita-
tion pattern with PI (15).
To effectively discuss the decoupling of IVI from the
enabling techniques that limit the signal generating area,
we introduce the term reduced field of excitation
(rFOX). In this terminology, IVI is the combined use of
rFOX and a reduced field of view (rFOV) (Fig. 1e). Here,
rFOV is any encoded FOV that is smaller than the full
FOV, usually matching the size and shape of the rFOX.
The full FOV is the fully encoded FOV such that no ali-
asing occurs when a regular (1D selective) excitation is
used. The method by which the rFOX is created is not
relevant for the definition of the concept.
Up to now, a detailed analysis of the interactions
between rFOX and PI is missing, obscuring the potential
applicability of the combination of these techniques. In
the current work, we combine rFOX with SENSE (16,17).
Because SENSE operates in the image domain instead of
the k-space domain (GRAPPA) (18), it simplifies the con-
ceptual and theoretical explanation of rFOX with PI.
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We argue that, instead of combining rFOX with rFOV
into IVI, or even applying PI on the rFOV acquired by
IVI, PI alone is the preferred method to be combined
with rFOX. When used correctly, PI gives an increased
robustness towards imperfect suppression of signal out-
side the targeted ROI and in general a greater flexibility
by allowing accelerated imaging of rFOX shapes that are
incompatible with rFOV imaging. In particular, the com-
bination of rFOX and SENSE is dubbed rSENSE, and is
explained in detail in this manuscript. Several examples
of rSENSE accelerated scans are given using subject-
specific two-dimensionally selective radiofrequency (2D
RF) pulses (19,20) to create the rFOX. This study has
been presented in part at the annual meeting of the
ISMRM in Toronto, Canada, in 2015 (1).
THEORY
The different ways in which a reduced field of excitation
can be combined with a reduction of the acquired FOV
or parallel imaging are schematically reported in Figure
1. To understand the effect rFOX has on SENSE, we will
briefly recapitulate the theory of SENSE (4). In particu-
lar, the way in which noise is propagated during SENSE
reconstruction. The basic principle of SENSE is the
unfolding of aliased voxel-values using coil sensitivity
information. Compared with a fully (Nyquist) encoded
FOV (Fig. 1a), the density of the regularly sampled k-
space lines is reduced by an acceleration factor R, short-
ening the acquisition by the same factor. Effectively, the
encoded FOV is reduced by R as well, leading to R vox-
els aliasing (collapsing) onto each other, at every location
in the reduced FOV (Fig. 1b).
This accumulated signal is detected by multiple coils
simultaneously and needs to be unfolded to create an
image of the full FOV (Fig. 1c). The detected, aliased,
signal per receive channel is assembled into a vector r
whose length is the number of receive coils (Ncoils). It fol-
lows that r ¼ S q; with S the Ncoils 3 R coil sensitivity
matrix and q the true signal originating from the aliasing
voxels (vector of length R). The true signal can be
retrieved in a least squares sense by means of
q ¼ SHS 1SH r. The condition number of the matrix S
describes how much the calculated value q changes with a
small change in r. Small changes in r occur naturally and
are randomly distributed across the image (noise), so an
amplification of noise will occur when the problem is ill-
conditioned. The level of noise amplification in each
voxel depends on the spatial variation of the receive coil
sensitivities and is represented by the geometry factor (g-
factor).
When the noise correlation matrix between receive
coils W is also taken into account, the g-factor is defined
as gj Rð Þ ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
SHW1S
 1
j;j
SHW1S
 
j;j
hr
(4), at voxel loca-
tion j. The g-factor is related to the SNR in a SENSE-
accelerated image, compared with a fully sampled acqui-
sition, by means of SNRSENSE Rð Þ ¼ SNRfull= g
ﬃﬃﬃ
R
p 
. Theﬃﬃﬃ
R
p
term follows from the reduced number of Fourier
averaged samples contributing to the total SNR. This loss
mechanism equally affects rFOV sequences without par-
allel imaging, such as IVI (Fig. 1e): SNRIVI Rð Þ ¼
SNRfull=
ﬃﬃﬃ
R
p
. For ideal SENSE unfolding, so without
amplification of noise, g equals 1. Because in practice
g> 1, the SNR in a scan using IVI will be higher than
when SENSE is used to achieve the same scan accelera-
tion factor. In contrast to IVI, however, SENSE will
reconstruct the full FOV and not just the rFOV.
In the here-proposed rSENSE method (Fig. 1f), rFOX is
used to reduce the number of aliasing voxels at a given
acceleration factor R. The reduced number of aliasing
FIG. 1. Summary of different combinations of full and reduced FOV, FOX, and PI.
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voxels (Rr) can be described using Rr ¼ R PErFOXPEfullFOX , where
PErFOX and PEfullFOX are the number of excited voxels in
the phase encoded directions using rFOX and full FOX
respectively. In the unfolding procedure, the voxels that
do not contribute any signal can be assigned a zero value
in q and the columns of S corresponding to the coil sen-
sitivities of these suppressed voxels can be removed
from the matrix.
Figure 2 illustrates this situation, where an rFOX is
used to reduce the number of aliased voxels from four
(A–D) to two (B and C only). Because the number of
unknowns is reduced from R5 4 to Rr¼ 2, and the num-
ber of equations remains the same (Ncoils5 4), the system
of equations is typically better conditioned. This is
expressed in a lower condition number and g-factors,
and results thus into a higher local SNR compared with
excitation of the full FOV. An ideal unfolding situation
can even be obtained when the size of the rFOX is the
same as the rFOV obtained during SENSE acceleration.
In this situation of matched excitation reduction and
acceleration factor, there is no aliasing of signal, g equals
1, and the SNR of IVI and rSENSE should be equal.
Acceleration beyond the ideal unfolding situation, while
keeping the rFOX fixed, is possible using rSENSE (with
an increased g-factor), though with IVI this would lead
to signal aliasing without the ability to unfold it.
METHODS
Identification of Voxels for Exclusion
Because rSENSE works by excluding “silent” voxels
from the inversion problem, we need to identify these
voxels beforehand. In fact, voxels that lie outside the
imaged object are already excluded to improve SNR in
regular SENSE (4). In the general implementation of
SENSE, these voxels outside the body are easily identi-
fied on the separately acquired, 1D-selective, coil sensi-
tivity maps. In our implementation of rSENSE, low flip
angle 2D RF pulses are used to create the rFOX. The coil
sensitivity mapping scan is in fact a low flip angle gradi-
ent echo sequence. So we can simply use the same 2D
RF pulses in the mapping sequence to create the rFOX
and identify the signal-suppressed voxels inside the
object in the same way as the voxels outside the body.
Experimental Validation of rSENSE
A model situation was chosen to experimentally verify
the rSENSE method, based on a 3D brain scan in sagittal
orientation. An rFOX of 1/3rd the size of the head in
both the phase encoding directions (AP and RL) was
chosen (dubbed rFOX shape 1). This geometry allows
the comparison of scan acceleration in two dimensions
by means of rSENSE (Fig. 1f), regular SENSE (Fig. 1c),
and IVI (Fig. 1e). Additionally, rFOX was used in combi-
nation with SENSE unfolding using sensitivity maps of
the full FOX, to show the incompatibility of this
combination.
Different 2D acceleration factors were used in the
acquisitions: 2  2¼ 4, 3  3¼ 9, 4  4¼16, and 5 
5¼ 25. The IVI scan was acquired at an rFOV matching
the rFOX, so at a 2D reduction factor of 3  3¼ 9, com-
pared with the full FOV. G-factor maps were generated
to predict the performance of the SENSE and rSENSE
accelerated scans.
To show the robustness of rSENSE toward an imper-
fect rFOX, compared with IVI, a separate experiment
was performed. Here an extra excitation ‘hotspot’ was
added to the design of the 2D RF pulses, outside rFOX
shape 1, to simulate imperfect signal suppression (rFOX
shape 2).
To show how rSENSE is flexible in accelerating acquis-
itions of different rFOX shapes that are incompatible with
IVI, another additional experiment was performed. Here,
the outer cortex was targeted as the ROI in RF pulse
design, resulting in a ring-like rFOX with suppression of
signal in the center of the brain (rFOX shape 3).
General Scan Parameters
All experiments were performed on a 7 Tesla (T) MRI
system (Philips Healthcare, Cleveland, OH) using a 2-
channel transmit coil and a 32-channel receive coil (both
from Nova Medical, Wilmington, MA). Healthy volun-
teers were scanned, after having provided informed
FIG. 2. Illustration and matrix repre-
sentation of aliasing voxels (A–D) in
a 4 under sampled acquisition with
4 receive coils (1–4). By changing
the excitation from the full area (dot-
ted ellipse) to a reduced field of
excitation (filled gray ellipse) the sig-
nal contributions of voxels A and D
vanish. In the corresponding matrix,
rA and rD are set to 0, allowing the
removal of columns S[1–4],A and S[1–
4],D from the equation.
Combining rFOX with SENSE for Maximum Imaging Efficiency 3
consent. A modified version of the 3D whole-brain proto-
col for 7T (21) was used. This gradient echo based
sequence was chosen for its clinically relevant T2*-
weighted contrast and 0.5 mm isotropic resolution, to
facilitate the visual detection of changes in image quali-
ty. An EPI acceleration factor of 9 was used to keep scan
times short, so that multiple scans using different accel-
eration methods could be acquired from the same sub-
ject. Other scan parameters were: sagittal orientation;
FOV, 210  210  180 mm (FH  AP  RL); repetition
time (TR), 75 ms; echo time (TE), 25 ms; flip angle (FA),
15. Care was taken to disable any oversampling in the
phase encoding directions (AP and RL).
Details on rFOX Generation and Coil Sensitivity Mapping
The 2D selective RF pulses were designed on-site using
the numerical pulse design method described by Sbrizzi
et al. (22). Bþ1 and B0 information of a transverse slice at
approximately half the FH length of the brain was used.
Bþ1 maps were acquired using the DREAM method (23),
with STEAM flip angle 40. B0 maps were acquired
using a DTE of 1.0 ms. The 2D RF pulses for rFOX
shapes 1 and 2 were designed on a spiral-in k-space tra-
jectory with a maximum value of 3 cm/rad, and a dura-
tion of 4.3 ms. For rFOX shape 3 a maximum k-space
value of 5 cm/rad was chosen, leading to a duration of
8.9 ms.
The sensitivity maps of the receive coils were based
on coarse-resolution, proton density weighted, gradient
echo scans. The maps were acquired in the standard 1D-
selective way, and using the rFOX excitation pulses
scaled down to FA¼ 1. Compared with the 1D selective
scan, the TR was extended from 8 to 18 ms to fit the lon-
ger excitation pulses (39 ms for rFOX shape 3). To cross-
check the efficacy of the 2D RF pulses in the sensitivity
mapping sequence, we acquired a low-resolution
(1.5 mm)3, T2*-weighted, image without SENSE accelera-
tion (SENSE 1  1).
The coil sensitivity maps were conventionally
acquired at an overly large FOV to facilitate a wide range
of user-desired FOVs and oversampling factors. To cor-
rectly calculate the g-factor maps for the FOV used in
the (r)SENSE accelerated scans, a set of sensitivity maps
was also acquired using this FOV and orientation.
Image Reconstruction
Raw data of the T2*-weighted scans was saved in the k-
space domain and reconstructed offline using Recon-
Frame (GyroTools LLC, Winterthur, Switzerland). The
standard pipeline for SENSE unfolding was used, which
included regularization (24). Additionally, the “Mask”
option of ReconFrame was enabled during reconstruction
of the rSENSE accelerated scans to make sure that the
silent voxels obtained with rFOX were excluded from
the unfolding process. The “Mask” option is designed to
mask out noise only regions from the sensitivity maps
and was used without any adjustments.
RESULTS
rSENSE Acceleration of a Centered rFOX
The efficacy of rFOX generation using 2D RF pulses is
shown in Figure 3, for shape 1. In the SENSE reconstruc-
tion process, the summation of the receive coil sensitivi-
ty images is used to determine the voxels that are to be
excluded from reconstruction. Because of the matching
signal generating areas in the T2* weighted scan and the
summed coil sensitivity map, we expect adequate identi-
fication of the large number of silent voxels in rSENSE
reconstruction.
Figure 4 shows the g-factor maps for increasing accel-
eration factors (AFs), using SENSE and rSENSE with
FIG. 3. Full FOX (a,d) and rFOX
1 (b,c,e,f) applied to T2*-weight-
ed images (a–c) and the receive
coil sensitivity maps (summed
signal, d–f). Panels c and f show
the same data as b and e, but
with a different intensity window
to reveal low intensity signals.
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rFOX shape 1. At AF¼ 2  2, the g-factor is still close to
1 for both methods. At AF¼ 3  3, a divergence between
the g-factors can be seen, and slight difference in SNR
can be expected. For AF¼ 4  4 and 5  5, g is much
higher for SENSE compared with rSENSE. At these
acceleration factors, we expect to see substantial SNR
differences, resulting in inadequate (using SENSE) and
usable (using rSENSE) T2* weighted images. These AFs
cannot be obtained when IVI is used with this rFOX:
this would be limited to a FOV reduction of 3  3.
In Figure 5, we see how the image quality of rSENSE
accelerated images compares with the other acceleration
methods of the T2* weighted acquisitions. The regular
SENSE accelerated scan shows signs of image quality
FIG. 4. G-factor maps (a) calculated for acceleration in both phase encoded directions, for SENSE and rSENSE with rFOX shape 1. The
mean and maximum values inside the ROI are plotted (b).
FIG. 5. Transversely reconstructed T2*-weighted images, showing the corpus callosum in one volunteer. SENSE, rSENSE, and SENSE
unfolding of rFOX using a full FOX reference scan are used at increasing acceleration factors. The column on the right shows the full
FOV image for anatomical reference, the other columns are zoomed images to show the ROI. IVI using an rFOV of 1/3rd  1/3rd the size
of the full FOV is also shown.
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degradation already at AF¼ 3  3, and artifacts are dom-
inating the images’ appearance at higher acceleration fac-
tors. When rFOX is used, the image quality at 3  3
times undersampling is comparable for all techniques.
This includes the IVI image, confirming that rSENSE and
IVI are equivalent when the g¼ 1 situation is realized.
Furthermore, no noticeable artifacts are introduced at
rSENSE acceleration factors of 4  4 and 5  5, only an
increase in noise can be observed, as is expected from
the 1=
ﬃﬃﬃ
R
p
relationship with SNR.
When rFOX is used in combination with SENSE
unfolding using a full FOX reference scan, we see that
signal is incorrectly allocated to locations outside the tar-
geted rFOX, at AF¼ 4  4 and 5  5. This can be seen in
the zoomed reproductions, and even more in the full
FOV images.
Figure 6 shows that rSENSE constantly provides good
image quality when the experiment is repeated in multi-
ple volunteers. Some variation in size and shape of the
rFOX can be seen, partly corresponding to variations in
head size between volunteers and partly due to inconsis-
tencies in the manual planning of the rFOX.
In Figure 7, we see transverse slices reconstructed at a
lower position in the brain, showing the red nuclei and
substantia nigra. Noteworthy here is that the SENSE
accelerated images have severe artifacts whereas in the
rSENSE accelerated images the actual brain structures
can be seen. The banding artifacts originate from the rap-
id susceptibility changes near the nasal cavities. Because
of intentional aliasing followed by SENSE unfolding, the
artifacts are repeated across the full FOV, also into the
ROI. When rSENSE is used, the locations that generate
the artifacts are mostly outside the rFOX, thus prevent-
ing signal generation in this area of rapid susceptibility
changes in the first place. Useful images were created
with rSENSE acceleration, even though these basal gan-
glia are in a very challenging location because of pulsat-
ing motion associated with the lower brain region.
FIG. 6. rSENSE accelerated, T2*-
weighted, images of the corpus cal-
losum in eight volunteers. AF¼5 
5, rFOX shape 1¼1/3  1/3 of full
FOX. The images are transverse
reconstructions form the sagitally
acquired 3D scans, and zoomed to
show the ROI.
FIG. 7. T2*-weighted images
using SENSE (top row) and
rSENSE (bottom row) at 5  5
acceleration factor in four differ-
ent volunteers. Transverse,
zoomed in, slices are repro-
duced, showing the red nuclei
and substantia nigra.
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Testing the Robustness and Flexibility of rSENSE
To demonstrate the robustness of rSENSE toward an
imperfect rFOX, we designed rFOX shape 2 to have a
separate excitation hotspot in addition to the first rFOX
shape. In Figure 8, we see that the purposely introduced
signal hotspot leads to several artifacts due to signal
folding in the IVI images. When rSENSE is used, the
location of the hotspot is revealed, and most of the alias-
ing artifacts are avoided. One artifact is greatly reduced
in visibility, but is still present in the rSENSE image
(white arrow). The g-factor remains close to 1, indicating
little to no SNR loss with respect to an rSENSE acquisi-
tion of rFOX shape 1.
An excitation pattern following the outer cortex (rFOX
shape 3) is absolutely incompatible with IVI. Figure 9
shows that rFOX can still be used to speed up the acqui-
sition of this rFOX shape, whereas simply unfolding this
scan using the default full FOX coil sensitivity map
leads to obvious artifacts. In this situation, the number
of signal contributing voxels was halved with respect to
the full FOX, but an rSENSE acceleration factor of 3 
3¼ 9 could be used.
DISCUSSION
This work proposed to combine rFOX with SENSE into
rSENSE. By using rFOX in the coil sensitivity mapping
procedure, information on the actual aliasing voxels can
be provided to the unfolding algorithms, resulting in
high quality images at ultrahigh acceleration factors.
The receive coil sensitivity scans combined well with
the 2D spatially selective RF pulses that were used to
create the rFOX. Voxels that were not excited were
excluded from SENSE unfolding and the remaining vox-
els were successfully reconstructed. The extended TR in
the sensitivity mapping scans lead to an increase in scan
time of these scans, from 66 s in the regular 1D-selective
scan to 148 s for rFOX shapes 1 and 2 and 324 s for
rFOX shape 3. On one hand, one could argue that an
FIG. 8. Images of rFOX shape 2 acquired using IVI and equivalent rSENSE acceleration factor. Transverse reconstructed slices showing
the corpus callosum and red nuclei are shown, as well as g-factor maps for both locations. The rSENSE images and g-factor maps are
cropped around the signal generating areas. Arrow and arrow heads point to aliasing artifacts.
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increased calibration scan time is permitted if the actual
(functional) scan can be performed faster, or using
shorter echo times. On the other hand, other strategies
for providing information of the rFOX could be envis-
aged that would require less scan time in the calibration
phase of the scan protocol. For example, the targeted or
simulated excitation pattern might be used as a mask on
the regular full FOX coil sensitivity map.
The newly proposed rSENSE method clearly per-
formed better than regular SENSE when imaging a limit-
ed region of interest, as was predicted by a drastically
reduced g-factor. At acceleration factors above the rFOV
limit, regular SENSE creates unusable images while
rSENSE results in excellent images in the corpus cal-
losum and usable images in the red nuclei.
When rFOX is combined with SENSE acceleration and
a full FOX coil sensitivity scan, image quality is also
improved significantly with respect to regular SENSE,
but is not as good as rSENSE. This reduction in image
quality is likely due to the incorrect unfolding of signal
to voxels that did not contribute any to the aliased
image.
When an imperfect rFOX was simulated, we saw that
rSENSE was capable of unfolding most of the extra sig-
nal to its origin, where in IVI this lead to aliasing. This
exemplifies the robustness of rSENSE compared with
IVI, and is, therefore, the preferred method. A prerequi-
site for this to work is that the location of the imperfec-
tion is known in the unfolding process. It can be
measured during the coil sensitivity mapping, or the
simulated excitation pattern might be used as a mask on
the regular full FOX coil sensitivity map. However, it
remains to be determined to what extent a discrepancy
between the simulated rFOX and the actual one could
result in large reconstruction errors. In our example, one
aliasing artifact was not completely removed. The spatial
location of this signal was probably masked out in the
reconstruction due to partial volume effects at the edge
of the rFOX.
Several other methods of achieving a reduced field of
excitation are available, such as refocusing slices orthog-
onal to excitation (2), outer volume suppression with
spatial saturation (25), and signal localization by means
of violation of the CPMG conditions (26). The rSENSE
method should work with either of these rFOX generat-
ing methods, but providing the voxels exclusion informa-
tion may not be as straightforward as with 2D RF pulses.
In these cases, a regular 1D selective coil sensitivity map
might be used that is masked by the targeted or simulat-
ed rFOX.
GRAPPA uses autocalibration of the coil sensitivity
during each sequence, possibly simplifying the process
of performing rFOX-matched reconstructions. However,
because GRAPPA operates in the k-space domain, an
exact exclusion of silent voxels is not possible and the
benefits of having fewer contributing voxels are not
immediately clear. Still, certain benefits have been
shown empirically (11–13).
A previously explored strategy of using SENSE accel-
eration after applying IVI (27) should be identical to
rSENSE when the rFOX perfectly matches the rFOV. In
this approach, there is no need to provide additional
rFOX knowledge to the SENSE reconstruction, because
this is implicitly supplied by defining the rFOV. Howev-
er, one can no longer benefit from the robustness
towards excitation errors offered by rSENSE and one is
limited to rFOX shapes that perfectly match the (usually
square shaped) rFOV.
When rSENSE is considered to be used for accelerating
an existing scan protocol, a short optimization of this
protocol should be performed by determining the excita-
tion target area, obtaining coil sensitivity maps and cal-
culating g-factors for different acceleration factors. This
is an additional effort to be performed before starting a
new study that focusses on a particular region of interest,
but results in a more effective scan protocol of which the
cumulative benefits will be paramount when applied to
a large number of examinations.
FIG. 9. PI accelerated (AF¼3 
3), T2* weighted, transverse
reconstructed images of rFOX
shape 3, exciting the outer cor-
tex. The images were recon-
structed using rSENSE (left) and
using the coil sensitivities of the
full FOX (right).
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In practice, voxel exclusion in SENSE unfolding is
achieved through regularization instead of masking, as is
clearly explained by Omer and Dickinson (28). There are
no obvious reasons why this would not be compatible
with rFOX inclusion in the coil sensitivity maps. In fact,
the performance of rSENSE might benefit from this meth-
od because it lacks a sharp transition between excluded
and included voxels, as is the case with masking.
CONCLUSIONS
We have shown how an rFOX is imaged most effectively:
by combining rFOX and SENSE into rSENSE. Compared
with SENSE of the full FOX, higher acceleration factors
can be obtained. Compared with IVI, the rSENSE method
offers greater geometrical flexibility and additional scan
acceleration facilitated by PI.
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